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Ml 


Super-Qaiity 77 violet kai eleotruues 

The MARVEL “Super-Quality” Electrodes are high grade in every respect and made interchangable, to fit all standard instruments* 

Complete line carried in stock at all times for IMMEDIATE SHIPMENT* 



No. S-1—Standard 
for general use .. 


surface 


electrode 
_41.00 


No. S-6—Metal electrode or Saturator, 
used in giving indirect treatments 
_41.25 


No. S-5—External throat electrode, 
also excellent for use on neck, arms, 
or any curved surface of the body. 

-$ 1.00 




No. S-2—Large condensor electrode, 
equipped with lead-in device which 
carries current right to surface of 
electrode. Delivers strong current 
for use in cases of Rheumatism, 
Lumbago, etc. --—-.43.00 



No. 8-4—Spinal electrode used for 
stimulating the entire body by ap¬ 
plying to the spine 


No. S-20—Fulguration electrode for 
removal of warts, moles, diseased 
growths, etc. 



No. S-50—Insulated Ear Electrode 

__42.00 


No. S-18—Single eye electrode-41*00 




No. S-16—Large Kataphoric (cocaine) 
electrode. Medicated cotton can be 
inserted into hollow surface and the 
high frequency current passes 
through medicated contents. Small 
particles of the medicament are thus 
driven into the tissue by molecular 
bombardment. The effect is purely 
local —- .44.50 




No. S-13—Plain Vaginal electrode 


41.00 


No. S-14—Plain rectal electrode, small dia. (f<")-$1.00 

No. S-35—Plain rectal electrode, medium diam. (%") $1.00 
No. S-33—Plain rectal electrode, large dia. (#">.-41.00 




No. S-36—Insulated rectal electrode, small (#")-$2.00 

No. S-34—Insulated rectal electrode, medium (%">...42.00 
No. S-32—Insulated rectal electrode, large (#")-.42.00 


J 


No. S-21—Plain vacuum electrode, good for many uses 
as for instance for treatment of the vocal cords, over 
ovaries, as handle for indirect applications_~$1.50 


MARVEL 

OZONE GENERATOR 

This instrument gener¬ 
ates enormous quantities 
of Ozone, which is puri¬ 
fied by passing through 
the inhalant which is pro¬ 
vided. A piece of cotton 
is saturated with this in¬ 
halant and placed in the 
receptacle. Squeezing the 
rubber bulb forces the 
Ozone bubbles, through 
this mixture and is in¬ 
haled in the form of a 
vapor. 

The Ozone permeates 
every cell in the lungs, 
destroying any germ life 
and soothing the inflamed 
tissues. For Anemia, 
Hay Fever, Courtis, Ca¬ 
tarrh, Asthma, Bronchi¬ 
tis, Insomnia, Nervous 
Debility and Tuberculosis 
of the Lungs, there is no 
better treatment. 

No. 8-28 — Ozone gen¬ 
erator, complete with 1 
oz. bottle of inhalant, 
nose and mouth-piece 
and bulb .. .410.00 


1.00 


Extra Inhalant . 



No. S-58"—Insulated Internal throat electrode_$2.00 * No. 8-10—Plain internal throat 








No. 8-58—Insulated urethral electrode . $ 2 .p0 


No. 8-51—Plain urethral electrode 


O 


No. 8-9—Insulated prostatic electrode 


. 42.00 


No. 8-7—Insulated spatulum or tongue electrod e.$2 .00 



No. 8-8—Plain nasal electrode...~...$1.00 



V 


No. 8-11—Insulated nasal electrode 


3 


No. 8-19—Com electrode _41.00 


No. S-46—Insulated electrode, covers 
small areas ........$2,00 


No. S-44—Dental electrode for gum 
treatment ..$2.00 


No. 8-52—Dental electrode, hollow 
bulb --42.00 


No. 8-17—Small Kataphoric (cocaine) 
electrode, to be used the same as 
No. S-16_ Z —42.50 


No. 8-40—Dental electrode for 
treatment ... . . $2.00 


No. 8-57—Dental electrode, hall shaped 
bulb_42.00 


No. 8-38—Hollow surface shaped 

electrode, generates ozone within 
cavity and fits nicely over certain 
parts, like cheekbones -41.18 


No. 8-12—Eyelid electrode_*1.25 


No. 8-54—Dental kataphoric (cocaine) 
electrode . ... . . $2.00 



i 


No. 8-53—Dental electrode for front 
gum treatment.$2.00 




No. S-49A—Insulated dental abscess 

electrode .-.—.... 42.00 

No. S-49—Plain dental abscess 
electrode ---$1.00 


No. S-41—Dental electrode for gum 
treatment, right side of jaw-42.00 


No. 8-47—Dental electrode, straight 
bulb. . . . 42.00 


¥ 


No. 8-43—Dental electrode for gum 
treatment, inside of jaw . 4 2 .00 


No. 8-59—Dental fulguration elec- 

rode --- - . $ 240 


No. 8-45—Dental electrode for inside 
of jaw -—-- - . 42 .00 

No. 8-48—Dental electrode for spot¬ 
ting certain areas...42.00 

No. 8-42—Dental electrode for rum 
treatment, left side of jaw- 42.00 
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